AMENDMENT NO. 2 APRIL 2019 
TO 
IS 9471 (PART 5) : 1980 SPECIFICATION FOR MODULAR 
LOWER LIMB ORTHOTIC COMPONENTS 


PART 5 JOINT UNIT, KNEE 


(First cover page and all other relevant pages, designation) — Substitute 
‘IS 9471 (Part 5/Sec 1) : 1980’ for ‘IS 9471 (Part 5) : 1980’. 


(First cover page, title) — Substitute the following for the existing title: 


‘SPECIFICATION FOR MODULAR LOWER LIMB ORTHOTIC 
COMPONENTS 

PART 5 JOINT UNIT 

SECTION 1 KNEE’ 


(Page 2, clause 7.1) — Substitute the following for the existing clause: 
‘7.1 BIS Certification Marking 
The product(s) conforming to the requirements of this standard may be certified 
as per the conformity assessment schemes under the provisions of the BIS Act, 


2016 and the Rules and Regulations framed thereunder, and the product(s) may 
be marked with the Standard Mark.’ 


(MHD 09) a 
Publication Unit, BIS, New Delhi, India 


